
21-Day Cumulative Irritancy Patch Test:
Comfort Bath™ Cleansing System

I N T R O D U C T I O N

The Comfort Bath™ Cleansing System, manufactured 
by Sage Products Inc., is specifically marketed as a
non-irritating, no-rinse, cleansing and moisturizing
product replacing the traditional soap and water 
basin bath.  

In 1968, Lanman et al., reported that several days of
repeated exposures to mildly irritating cosmetic prod-
ucts1 produced a method to discriminate among low-
level irritants. This method or modifications2,3 remains
the “gold standard” test for determining a product’s
potential for inducing cutaneous irritation.

O B J E C T I V E

The purpose of this study was to evaluate the potential
of the test materials, specifically the Comfort Bath
Cleansing System formula, to induce contact skin 
irritancy, under occlusion, as a result of repeated
applications for 21 days.

M E T H O D S

A total of 26 subjects, 4 male and 22 female were
empaneled. No subject was enrolled if he or she
exhibited, or had any history of, any dermatological or
other medical or physical condition which would pre-
clude application or reading the results. Each subject 
provided written informed consent.

A 1% solution of Sodium Lauryl Sulfate served as the
positive irritancy control while a 0.9% solution of
Sodium Chloride (physiological saline) was used as a

negative irritancy control. The Comfort Bath 
Cleansing System formulation was provided by Sage
Products, Inc.

A Finn Chamber patch containing the test articles on
filter paper was uniformly applied to the skin of the
left scapular region, removed 1-2 hours prior to read-
ing and reapplied to the same site for 23 hours daily
over 21 consecutive days. The chamber sites for each
test article were randomized and double-blinded for
the investigator, as well as each subject, with reappli-
cation of each test article in the same chamber daily.

Each subject was instructed that the patch was to
remain in place and kept dry for 23 +/-1 hours daily,
at which time the patch was to be removed by the 
subject prior to their clinic visit. Each subject was
instructed to return to the clinic at approximately the
same time every day.

Test sites were observed for reaction and each subject
queried as to whether any symptoms were experienced
during the previous 24 hours.

Test article scores for each day (and overall total)
were ranked within each subject and then analyzed
using the Friedman rank sum test.

The following classification system is used to stan-
dardize the interpretation of irritation scores:

This study was sponsored by Sage Products, Inc. and conducted by Andrew Scheman, MD, Clinical Assistant
Professor of Dermatology and Dennis P. West, PhD, FCCP, Professor of Dermatology, both at Northwestern

University Department of Dermatology in Chicago, during May and June, 1998.



M E T H O D S  C O N T I N U E D

R E S U L T S

Under double-blind conditions, the Comfort Bath
Cleansing System formula and Sodium Chloride 0.9%
solution (physiological saline) ranked as Class 1 mate-
rials, i.e.: essentially no evidence of cumulative irrita-
tion under continuous reapplication and occlusion at 
the concentrations tested.

C O N C L U S I O N

The Comfort Bath Cleansing System formula, when
used on human skin under occlusion daily for 21 days,
was proven to be gentle and non-irritating.
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Classification

Mild article - no
experimental 
irritation

Probably mild in 
normal use

Possibly mild in 
normal use

Experimental 
cumulative irritant

Experimental 
primary irritant

Description of Observed Responses

Essentially no evidence of cumulative
irritation under conditions of test 
(i.e., continuous reapplication and 
occlusion at concentration specified).

Evidence of slight potential for ver y
mild cumulative irritation under 
conditions of test.

Evidence of moderate potential for
mild cumulative irritation under 
conditions of test.

Evidence of strong potential for mild
to moderate cumulative irritation
under conditions of test.

Evidence of potential for primary
irritant irritation under conditions
of test.
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